Development and clinical evaluation of the long time digital Holter ECG system using non-tracking technology.
Newly developed long time digital Holter ECG system utilizing a stamp-size non-tracking (NT) tape which can be used for 192 hours as 2ch recording, was evaluated in the clinical cases. The system has employed newly developed VLSIs and NT technology which enables to obtain reliable long time recording with smaller and lighter Holter system of ECG and variety of biological signals. The results indicated that good data reproduction was shown in this system.